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FOREWORD 


The  field  of  missiles  and  rockets  deals  with  quantities 
of  putter  at  various  locations  with  different  accelerations  of 
gravity.  The  weight  of  those-  masses  changes  with  gravity  and 
the  measurements  of  liftoff  weight,  fuel  weight,  etc.,  result 
in  different  values,  depending  on  whether  mass  or  weight  units 
arc  used. 

Pressure  and  thrust  are  independent  of  the  acceleration 
of  gravity,  but  the  instruments  for  measuring  these  values  arc 
calibrated  with  standard  masses,  producing  different  weight- 
iorves  and  calibration  curves  at  different  locations. 

Most  sections  of  ARMA  and  other  agencies  or  companies  use 
pounds  or  kilograms  as  units  of  mass,  weight  or  force,  and  the 
influences  ot  different  accelerations  of  gravity  are  often  dis¬ 
regarded  or  treated  incorrectly.  These  di screpancies  become 
increasingly  unacceptable  with  larger  missiles  and  greater 
distances  between  operation  sites. 

Therefore,  the  following  Standard  Procedure  has  been 
prepared  to  insure  consistent  and  uniform  terms  and  units  of 
mass,  weight,  force,  pressure  and  acceleration.  All  sections 
and  individuals  concerned  are  urged  to  use  these  units  and 
procedures . 
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1  i  I 


SECTION  I.  INTRODUCTION 


The  acceleration  of  gravity  varies  up  to  .551  over  the  earth  and 
the  weight  of  the  same  body  changes  accordingly,  while  the  mass  -ematns 
the  same  In  most  fields  of  engineering  the  difference  of  gravity  is 
negligible  and  it  is  common  practice  to  use  terms  and  quantities  of  mass 
and  weight  interchangeably.  The  same  is  often  the  case  in  thr  field  of 
rocket  propulsion,  Masses  are  being  called  weight  and  sometlmea  the 
truss  data  are  obtained  correctly  from  measurements,  but  are  converted 
into  weight  units  in  an  effort  to  correct  for  a  different  acceleration 
of  gravity.  In  all,  there  is  widespread  confusion  and  inconsistency  in 
using  terms  and  units  of  mass,  weight,  force,  pressure,  and  acceleration. 
Therefore,  a  sl.indar  1  procedure  for  using  these  units  is  necessary. 


SECTION  II.  SYSTEMS  OF  UNITS 

The  absolute  and  the  gravi  ta  t  i  ona  1  systems  of  units  use  1  m/aec2 
or  1  ft/sec^  as  unit  of  acceleration;  the  units  of  mass  and  force  are 
such  that  1  force  unit  =  1  mass  unit  x  1  acceleration  unit.  Therefore, 
the  weight  of  a  body  is  numerically  about  9.8  or  32.2  times  Its  mass. 
There  are  seme  mixed  systems  of  units  in  use,  employing  the  mass  unit 
in  kilograms  or  pounds  mass  from  the  absolute  system  and  the  force  unit 
in  klloponds  or  pounds  force  from  the  gravi ta t iona 1  system  of  units.  In 
these  systems  the  numerical  values  of  mass  and  weight  are  equal  at 
standard  acceleration  o!  gravity  (gH) .  This  is  very  desirable.  However, 
the  current  mixed  systems  still  use  1  m/sec‘’  or  1  ft/sec2  as  unit  of 
acceleration,  resulting  in  various  confusing  or  incorrect  forms  of 
Newton’s  equation.  When  kilograms  and  klloponds  are  used  as  units  of 
mass  and  weight,  the  proper  unit  of  gravity  is  calculated  by  the  follow¬ 
ing  equation  of  quantities  (Groessengleichung) : 


1  kp  980665  kg  m/sec2 

1  kg  1  kg 


9.80665  m/sec*’  «=  1  gg 


This  Standard  Procedure  is  based  on  the  following  units: 


TABLE  1 


Property 

Metric  Units 

F.ngllsh  Units 

Mass 

Kl logram 

kg 

Pound  Mass 

lbm 

Force 

Ki  lopond 

kp 

Pound  F jrce 

ibf 

Acce  lerat ion 

Standard  Gravity 
(9.806b5  m/sec'*) 

8*m 

Standard  Gravity 
(32.  17398  ft/sec2) 

&s 

e 

1 


*hes«  utw  *  an  derived  iron  t  ht  basic  units  ot  twiss,  length,  and  time. 

I  he  k  ogrum  (kg)  is  the  1  ntc  i  n.i 1 1 oiia  l  Standard  of  nwisn  as  represented 
hv  ti«.  l.iti  'nif-i  r  i  . ;  in  cylinder  ir  Sevres,  France.  the  symbol  kgm  nviy 
h<  use  i  in  pei  .  m.il  oik  t->  flvo,  J  con  i  ini ;  up  with  the  old  habit  of  using 
kg  flb  unit  ot  weight  nr  tom.  The  ki lopond  (kp)  is  the  new  international 
'hiit  <«.’  torn  ,  <!<  i  k  t  d  .1 tin-  weight  ot  l  kg  nuss  at  the  standard  accel¬ 
eration  ot  gravity.  1  kp  “nOnob  dyne  The  unit  of  acceleration  is  one 
standard  acre  It  rat  1  on  ot  gravity,  accepted  by  international  agreement  as 
g  SOUS')  in/see'  ,  This  gravity  prevails  at  about  *5°  latitude  and 

sea  level.  The  English  units  in  the  above  svstem  ot  units  are  analogous, 
V .  th  these  units,  indicated  in  parentheses,  the  Newton  equation  is; 

f  (*p)  (kg)  ■  a  (g  )  or  F  (Ibl)  m  (lbm)  •  a  (g  ). 

m  e 

When  using  these  units,  the  same  body  has  the  same  numerical  values 
ot  mass  and  weight  under  the  standard  acceleration  ol  gravity.  The 
.uce  lei  at  ion  is  already  being  expressed  in  g  quite  frequently,  and  the 
above  unit  will  he  very  practical  in  most  cases.  Those  units  should  be 
used  tn  all  measui  ’ments  and  tield  report s.  For  aeroha l l i st i c  or  some 
other  *.  a  lv  ul.i  t  ions  and  icports,  th*1  acceleration  unit  of  1  m,  sec'  or 
l  tt  sec'  and  the  mss  unit  ot  l  kp  m"  .ic’’  or  l  Iht  ft'  sec  are  being 
used  .  I  he  gr  ivi  t  a  1 1011a  I  system  with  these  units  and  the  conversion 
l actors  between  the  di t terent  units  are  listed  in  Section  VII, 

Hits  St.1nd.11d  Tr  .lure  uses  the  iol  lowing  symbols  for  the  ditterent 
a, celei at  ions  oi  gravity: 

gs  Standard  acceleration  ot  gravity  in  metric  or  English 
tut  its. 

gs  Standard  acceleration  of  gravity  in  metric  units, 
m 

gs  Standard  ac  ct-  iera  l  ion  ol  gra.ity  in  English  units. 

4* 

g^  hoc al  acceleration  of  gravity 

g  Acceleration  ol  gravity  at  the  location  where  the 
instrument  was  calibrated  with  calibration  trusses. 

SECTION  III,  MASS 

Mass  is  the  quantity  ot  twitter  or  a  iru  isure  of  the  inertia  of  n 
bodv.  The  unit  oi  muss  is  kilogram  (kg)  or  pound  mass  (lbm) 

1  kg  -  2.20-4  *>22  lbm. 

Muss  standards  are  available  at  the  National  Bureau  of  Standards 
in  Washington ,  D.  C.  (MJS) .  Secondary  standards,  or  so-called  "dead 


weights’',  are  available  at  Redstone  Arsenal,  Patrick  Air  Force  Base, 
and  other  agencies  and  companies  concerned  with  missile  activities. 

These  dead  weights  are  calibrated  at  the  NBS  or  scale  companies  by 
comparison  with  primary  standard?;  of  mass.  At  different  locations,  the 
dead  weights  have  the  same  mass,  but  different  weights.  Therefore,  the 
term  "dead  weight'1  is  misleading.  They  are  actually  dead  masses.  A 
missile  also  has  the  same  mass  but  different  weights  at  different  loca¬ 
tions.  For  example,  there  is  a  . 1 1Z  difference  he tween  Detroit  and 
Patrick.  The  same  applies  to  fuel  weight,  liftoff  weight,  and  all  other 
data  pertaining  to  the  weighing  of  objects.  They  are  actually  masses 
and  must  be  treated  as  such.  They  should  also  be  called  "dead  masses" 
or  "calibration  masses",  "mass  of  fuel",  etc.,  as  it  is  already  done 
for  "mass  flowrate",  "mass  characteristics  ot  missiles",  or  "mass  moment 
of  inertia".  The  NBS  uses  the  word  "weight"  for  pieces  of  metal,  repre¬ 
senting  standards  of  mass,  but  there  the  word  "weight"  is  equivalent  to 
the  name  of  a  body  used  in  the  process  of  weighing.  The  force  of  habit 
will  uphold  for  some  time  the  word  "weight"  in  that  sense,  especially 
when  the  masses  are  determined  hy  weighing.  This  should  be  avoided, 
hut  is  acceptable  as  long  as  the  word  "weight"  is  used  only  as  a  name 
for  quantities.  All  numerical  values  must  be  expressed  in  units  of  mass 
and  must  he  clearly  specified  as  such. 

Most  weighing  systems  are  calibrated  by  calibration  masses  and  the 
results  are  in  units  of  mass,  provided  the  calibration  is  made  at  the 
same  location.  Therefore,  no  correction  shall  be  applied  to  these 
results.  When  load  cells  or  proving  rings  have  been  calibrated  at 
another  location  with  'he  gravity  gc ,  the  mass  measurements  with  such 
instruments,  at  the  local  gravity  gj,  must  be  corrected  by  the  t.ictor 
gc/gj.  For  example,  the  load  cells  or  proving  rings  calibrated  at  NBS 
are  compared  with  standards  of  masses  at  an  acceleration  of  9.8003 
m/sec2.  At  Redstone  Arsenal,  the  acceleration  of  gravity  is  9.796** 
m/scc'  and  more  mass  is  required  to  produce  the  same  weight- force  ohtainod 
for  a  certain  mass  in  Washington.  Therefore,  the  miss  measurements  with 
an  NBS  calibrated  proving  ring  must  be  corrected  by  9  8003/9. 7964  = 

1.0004.  Using  the  percent  deviations  from  Tahle  II,  the  correction  is 
Agc  -  Si  3  -0.067.  -  (-0.107.)  :  >0.041. 

When  the  mass  of  lox  or  fuel  filling  is  determined  with  differential 
pressure  gages,  the  result  is  in  units  of  miss,  provided  the  \p  gage  is 
calibrated  at  the  -same  location  by  liquid  columns  or  by  pressure  balances 
using  calibration  masses.  It  is  important  that  these  data  must  not  be 
multiplied  by  g^/g,-  to  obtain  correct  pressure  units  as  prescribed  lor 
pressure  measurements  in  Section  V  of  this  procedure  or  In  the  instructions 
of  some  calibration  standards.  The  ,*p  values  ior  filling  control  or 
density  measurements  are  not  in  units  of  force  per  unit  area  =  pressure, 
hut  they  are  measures  of  mass.  The  units  must  be  called  psi  (m) ,  in  Hg 
(m)  ,  etc.  to  differentiate  them  from  standard  pressure  units. 

When  the  mass  ol  lox,  fuel  or  other  liquids  is  detorminvd  by  weighing, 
a  correction  must  he  made  for  huoyancy  of  air.  The  buoyancy  effect  on  a 


bo.ly  "X"  i'Qu.ilfi  t  he  mass  (n^)  times  the  spccilic  gravity  ot  air 
(•a  *^0.0012)  divided  by  the  specific  gravity  of  the  body  (>x).  The 
weighing  systems  are  calibrated  with  masses,  having  a  specific  gravity 
between  b.d  to  d.4,  and  the  buoyancy  effect  is  about 

0  00 1 2 

— - —  •  s  0. 000  IS  •  mx  =  0 . 0 1 5*4  . 

The  lesults  from  the  weighing  .systems  have  a  buoyancy  error  of 

fp  .0012 

\  \ 

This  is  about  ; 

0 .  1  IZ  for  water 

0.147.  for  hydrocarbon  fuels 

0.107.  lor  lox 

These  aver  ige  figures  tor  buoyancy  corrections  are  accurate  enough  for 
dilferent  densities  of  the  respective  liquids  above.  Liquid  hydrogen 
has  a  larger  variation  in  density,  and  its  buoyancy  effect  may  vary 
from  1.57.  to  47..  Therefore,  the  buoyancy  must  be  calculated  for  each 
particular  specific  gravity  of  LH  .  The  same  requi  rcnvnts  pertain  to 
the  buoyancy  correction  when  weighing  complete  missiles;  e.g.,  the  empty 
JUI'ITER  mj  si  le  has  a  specific  gravity  of  about  4.0  and  its  buoyancy 
effect  is  only  0.0157..  When  the  missile  is  fueled  and  the  pressurized 
compur  intent  s  are  closed,  the  specific  gravity  of  the  JUI’ITER  is  about 
0.8  and  the  huoyancy  effect  is  0.137..  This  correction  must  he  applied 
when  the  liitoff  mass  is  determined  by  weighing.  In  turn,  the  buoyant 
forr<>  of  153  pounds  must  he  added  to  the  thrust  at  liitoff,  and  decreas¬ 
ing  buoyant  forces  must  be  added  with  decreasing  air  densities  during 
flight  as  outlined  in  DSI.fi  Memo  No.  176. 

Oe rived  from  mass  units  are; 

a.  Mass  flowrates  in  kg /sec  or  Ihm/sec 

b.  Density  in  kg/drn',  kg/ltr,  g/ce  ,  lbrn/l  t3,  lhm/in'1  and 
Ibm/ga 1 , 

Calibration  masses  are  used  to  measure  these  values  or  to  calibrate 
I Sowmeiers  and  densitometers;  therefore,  no  corrections  muat  be  made. 

The  specific  gravity  is  the  ratio  of  the  density  of  a  medium  to 
the  density  of  water  at  A’C  This  dimensionless  ilgure  is  to  be  pre¬ 
ferred  to  density  values,  especially  Che  English  values.  In  the  metric 


system,  the  density  i  .  numerically  the  sane  as  thi  sped  tit- 
values,  referring  to  water  at  4*C.  The  specific  gravity  of 
often  referred  to  water  at  60’ F  (API  gravity).  This  causes 
and  must  be  discontinued. 


giavi  ty 
t  ue  l  i s 
con  t  u>ion 


SECTION  IV.  WEIGHT  AND  FORCE 


The  force  is  the  cause  of  deformations  or  change  in  motion 
body  and  the  weight  01  a  body  is  the  torcc  with  which  the  earth 
that  body  toward  its  center.  The  unit  of  weight  and  force  is  I 
(kp)  or  1  pound  force  (lbf).  This  is  the  weight  of  a  unit  mass 
the  standard  acceleration  of  gravity. 


Of  4 

pull  s 
ki  lopond 
unde  r 


At  other  acce  lera t i ons  of  gravity  g ^ ,  a  mass  ro  has  the  weight  of 
ra  *  There. ore,  the  calibration  masses  must  be  multiplied  by 

gj/gs  or  corrected  by  'gZ  when  calibrating  load  cells,  proving  rings, 
or  other  force  measuring  devices.  Thrust  is  one  of  our  most  im|>ortant 
force  values  and  the  above  correction  is  essential,  although  the  gravity 
error  at  Redstone  is  only  -0 .  IX ,  while  the  inaccuracy  of  the  thrust 
measurement  is  about  *0.51.  The  tutor  of  the  thrust  measurement  is 
composed  of  several  small  errors  and  at  th”  present  state  of  accuracy, 
a  systematic  error  of  0  17.  Is  not  negligible.  The  calibration  curves 
must  present  the  corrected  values  dnd  details  as  to  how  they  were  ohtained. 

Presently,  the  NBS  calibrations  of  load  cells  or  proving  rings  give 
the  number  of  pounds  mass  and  the  output  caused  by  the  weight  of  these 
masses  at  local  acceleration  of  gravity.  Therefore,  the  NBS  data  must 
be  corrected  by  9.8008/9.80665  =  0.994  or  -0.06Z  when  NBS  calibrated 
instruments  are  used  for  force  measurements  or  as  standards  tor  calibra¬ 
tion  of  force  measuring  devices.  After  this  correction,  the  load  cells 
or  proving  rings  measure  true  force  at  any  location. 


SECTION  V.  PRESSURE 

Pressure  is  the  force  per  unit  area.  The  ha  sic  unit  of  pressure 
is  l  kp/cm  (at)  or  1  lbt/sq  in  (psl) .  There  are  many  other  derived 
units  which  are  well  known  and  covered  by  respective  tables. 

Basic  standards  for  calibration  of  pressure  gages  are',  dead  weight 
pressure  balance,  dead  weight  tester  and  manometers  with  liquid  columns. 
All  these  instruments  use  certain  quantities  of  mass  to  provide  forces 
per  unit  area  or  pressure.  Therefore,  the  calibration  values  have  to 
be  corrected  by  Rj/gs  or  AgX  as  described  for  force  In  Section  III. 

The  ealihrati  .  curves  must  present  corrected  values  and  details  as  to 
how  they  were  ohtained. 

The  NBS  applies  this  correction  when  it  calibrates  pressure  gages, 
yet  it  does  not  correct  to  true  force  values  when  calibrating  load  cells 
or  proving  rings  as  outlined  in  Section  IV. 
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I  nos  Vj  ACCKLhRATi ON  OK  GRAVITY 

Th«  ini  lowing  table  lists  tin*  acu1  U  rations  of  gravity  ter  difierent 
i  at  ions  cimnoa.  J  with  missile  work  and  the  deviations  of  these  values 
i  r  "i  t lu  Internal  i  onn  l  Standard 


TAH1X  II 


Local i on 

tn/sec- 

f  1 1  sec’ 

1 . 

International  Standard 
about  45  latitude,  sea  level 

9.80b65 

32.  1  7  348 

2 

Chrysler  Plant.  Detroit 

9.8031 

12.  1623 

-0.04 

1. 

bureau  ot  Standards,  Washington 

9.8008 

32. 157,8 

-0.06 

. 

Redstone  Arsenal 

9.7964 

32.  1 40  •'« 

-0.  10 

5  . 

Rocket  dyne,  Santa  Snsana 

j . 7949 

32.  127 

-0.11 

6  • 

Pair  iik  Air  Force  Rase 

9. 7924 

12. 1266 

-0.  14 

Equa  t  or 

9.7803 

12.0875 

-0.2  7 

*1 . 

Pole 

4.8  322 

32.26/8 

♦  0.  26 

The  Internal  ional  Standard  acceleration  is  a  value  adopted  by  agree¬ 
ment.  The  other  values  are  measured  or  calculated  and  the  same  has  to 
be  done  tor  other  locations  not  listed.  The  numerous  tables  of  gravity 
values,  based  on  the  Potsdam  System  or  other  measurements,  do  not  cover 
all  locations  ot  plants,  laboratories,  test  stands,  and  launching  sites 
connected  with  missile  activities.  There  are  several  equations  tor 
resulting  in  values  which  differ  up  to  1.6  •  10“4  m/sce'  .  All  formulas 
use  the  geographical  latitude  0  and  altitude  a,  but  dilterent  consider¬ 
ations  arc  made  for  internal  density  layers  ot  the  earth,  cl lipt icily, 
etc.  Quite  common  is  the  equation  by  He  Inter  t: 

gj  (m/sec  )  9.30616  -0.02)923  cos  26  -0.000069  cos*  20  -0.000  30  3  6  a. 

v  is  the  geographic  latitude,  a  is  the  elevation  in  meters,  and  the 
result  is  in  m/ sec'' .  In  English  units,  the  gravity  is; 

1  gj  (ft/ sec  ’)  -  l  g  (m/spc?)  •  3.280333. 
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The  result  is  rounded  off  to  the  nearest  10'4  decimal  because  ot  the 
above  uncertainties  and  the  necdlessness  for  more  decimals. 

At  different  locations  within  the  same  area,  the  change  of  g  ^  1m 
negligible  since  the  maximum  change  is  0.00057.  at  Patrick  Air  Force 
base,  0.0027.  at  Redstone,  and  0.00X4  at  Santa  Susann.  At  different 
altitudes  on  tall  missiles,  the  change  is  less  than  0.00T4  for  lOO  m 
or  328  ft,  which  is  also  negligible  in  most  cases. 

SUCTION  VI 1.  GRAVITATIONAL  SYSTEM  OF  UNITS 

The  gravitational  or  technical  system  uses  the  following  units: 


TABLE  111 


Pro  per  ty 

Metric  Units 

Eng  1 i sh  Uni t  s 

Force 

Ki lopond  (kp) 

Pound  Force  (lbf) 

Mass 

kp  m'  1  sec* 

1  b f  ft-1  sec 

Acco  lera t ion 

m/sec1 

ft/  sec*' 

The  systems  of  units  in  Section  II  and  Section  VII  use  the  same 
units  of  force.  The  units  of  acceleration  differ  by  the  standard 
acceleration  of  gravity  gs  9.80665  m/sec"  32.17398  ft/sec'’,  The 
conversion  factors  between  the  different  units  of  mass  are  listed  in 
Table  IV. 


TABLE  IV 


kp  m"  ^ec2 

1  bm 

lbf  ft-AsecS? 

( 

1 

0.  1019716 

2.204622 

0.0686219 

9.80665 

1 

21 .61990 

O  .  t>  7  1970 

0.45  3592 

0.0462536 

1 

0.03108102 

14.59388 

1.488162 

32. 17398 

1 
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